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(1) EC-Type Examination Certificate

Equipment or Protective Systems Intended for use
in Potentially Explosive Atmospheres
Directive 94/9/EC

g Examination Certificate Number:

FTZU 06 ATEX 0296X

(3)

(4) Equipment or p ive system:  XD1 & XD1win + F1 gas sensor

{5} Manufacturer echnologies Ltd.

{6) Address: Unit on Point, Ash Lane Garforth Leeds, LS25 2GA, England
(7) This equipment or protective
schedule to this certificate and tf

(8) The Physical Technical Testing Ins
of the Council Directive 94/9/EC of
system has been found to comply with the'E
the design and construction of equipment ani
explosive atmospheres given in Annex |l to tha

m and any of acceptable variation thereto is specified in the
ments therein referred to,

potified body number 1026 in accordance with Article 9
ch 1984, certifies that this equipment or protective
sential Health and Safety Requirements relating to
ote!::tiva systems intended for use in potentially

The examination and test results are recorded in confidential Report N°
06/0296 dated 20" Dece
(9) Compliance with Essential Health and safety requirements peen assured by compliance with:

EN 60079-0:2004 EN 60079-1%

e equipment or protective
e to this certificate.

(11) This EC-TYPE EXAMINATION CERTIFICATE relates only to the desig ination and testing
of the specified equipment or protective system in accordance to the dire
Further requirements of the Directive apply to the manufacturing process
equipment or protective system. These are not covered by this certificate.

(12) The marking of the equipment or protective system shall include following:

€x) 12GD ExdIICT6 T85°C

This EC-Type Examination Certificate is valid till._31.01.2012
Date of issue: 11].0'00?
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Responsible ;7&
4 '
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Dipl. Ing. Sindler Jaroslav
Head of certification body

This certificate is granted subject to the general conditions of the Physical Technical Testing Institute.
This cerificate may only be reproduced in its entirety and without any change, schedule included.
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(13) Schedule

(1) EC-Type Examination Certificate N° FTZU 06 ATEX 0296X

(15) Description of Equipment or Protective System:
The gas detector consist of electrochemical or catalytics gas sensor F1 (manufactured by GDS
Technologies Ltd.) and the instrument housing XD-l or XD-lwin (manufactured by
Limatherm S.A.).
The sensor is screwed in to housing with thread M20x1,5 which make a flameproof threated joint.
Inside in the housing is installed PCB board with electronic circuits and alternatively also
a display.
Both of components are separately certified as flameproof devices EEx d IIC.
The enclosure is supported by a flameproof cable entry, certified according directive 94/9/EC

(16) Report No. . 06/0296 ** pages

{17) Special conditions for safe use:none
17.1 The gas detector should not be used as a safety related device in accordance with directive 94/9/EC
17.2 The ambient temperature is limited from -20°C to +35°C.

(18) Essential Health and Safety Requirements:
There are not relevant requirements other than those refered to in the standards listed in (9) of
this certificate and in the instruction manual of the manufacturer.

Responsible person Date of issue; 10.01.2007

=

s

Dipl. Ing. Sindler Jaroslav
Head of certification body
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This certificate is granted subject to the general conditions of the Physical Technical Testing Institute,
This certificate may only be reproduced in its entirety and without any change, schedule included
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